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Introduction To evaluate the rates of complications of pelvic organ prolapse repair and to determine 
their risk factors. 

Material and methods The study included 677 patients operated for pelvic organ prolapse with trocar 
guided Prolift mesh. Patients were followed up within 1 and 3 months. A phone interview was conduct- 
ed and patients with complaints were invited and evaluated in office settings. 

Results Mean age was 60 years. For the phone interview, 86.5% of patients were available. Overall com- 
plication rates were 22.5% (152/677). Fifteen patients (2.2%) developed bleeding over 500 cc; pelvic 
hematomas - 5.5%; perineal hematomas - 2.5%; urethral injuries - 0.3%; bladder injury in 1.6%; rectal 
damage in 0.7% and ureteral trauma in 0.2%. 

Mesh related complications included: erosions in 4.8%; vaginal synechiae - 0.3%; protrusion of mesh 
into the bladder - 0.15%; vesicovaginal fistula with mesh protrusion - 0.3%; mesh shrinkage - 1%; dys- 
pareunia and pain in 2.4% cases. Pelvic abscess was found in 0.6% including one case of lethal necrotiz- 
ing fasciitis. The risk factors of complications were assessed via logistic regression analysis. 
Conclusions Younger age, less prominent prolapse, hematomas and concomitant hysterectomies are 
associated with higher risk of complications. 
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INTRODUCTION 

At the present time, synthetic meshes are frequently 
used in pelvic organ prolapse (POP) surgery with 
very good clinical outcomes. At the same time, there 
has been an increase in the number of mesh-asso- 
ciated complications. Although rare, these compli- 
cations can have serious consequences. During the 
past several years, many reports of complications as- 
sociated with synthetic meshes have been published 
in the literature. The most frequent complications 
include vaginal mucosa erosion, mesh shrinkage, in- 
fections, pain, urinary tract disorders and a recur- 
rence of prolapse. There have also been reports of 
rare complications, such as bowel, bladder, and blood 
vessel perforation during insertion. 
The recent randomized controlled trial published by 
Altman et al. showed improved anatomical and func- 



tional outcomes following an anterior transvaginal 
mesh (TVM) procedure compared to native tissue re- 
pair [1]. Over the years, the transvaginal mesh kit 
has become a widespread treatment option in POP 
and has been entered in routine practice in major- 
ity pelvic floor surgery centers worldwide [2, 3]. This 
situation enhances the risk of complications, which 
can sometimes be very severe. Furthermore, when 
complications occur, the lack of knowledge and ex- 
perience can cause a further severe morbidity if it is 
not diagnosed and treated in a proper way [4-7] . 
It is known that using mesh is associated with high 
rates of complications and repeat operations in geni- 
tal surgery [8, 9]. A systematic review by Diwadkar 
et al. [10] showed that women in the mesh kit group 
had a higher re-operation rate than those who had a 
traditional surgery or sacrocolpopexy. Different re- 
interventions were done due to complications includ- 
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ing mesh protrusion (5.8 %), pain (2.5%) and dyspa- 
reunia (2.2%). Marcus-Braun and von Theobald [11] 
described 104 surgeries in 83 women who had com- 
phcations of previous mesh surgery. The indications 
for the re-interventions included mesh protrusion, 
infection, pain, granuloma, voiding problems and 
mesh shrinkage. Altman et al. [1] also reported more 
complications in the group of women who had under- 
gone mesh repair. This included more bladder injury 
(3.5%), pelvic pain (2.5%) and mesh exposure (3.2%). 
Complications of vaginal mesh are often overesti- 
mated, sometimes overemphasized and often poorly 
described and managed. The aim of our study was 
to assess the complications, to determine the way of 
prevention and treatment of complications follow- 
ing vaginal mesh surgery interventions. The serious 
complications encountered are discussed in detail. 

MATERIAL AND METHODS 

This is a retrospective, multicenter study conducted 
in 7 referral pelvic floor repair centers. Local Ethics 
committees approved the protocol of the study. In- 
clusion criteria for the study were patients operated 
for pelvic organ prolapse with vaginal meshes. The 
surgical procedure was standardized, according to 
local protocols, and limited to using a trocar-guided 
transvaginal mesh kit (Prolift, Gynecare, USA) for 
repair of anterior, posterior and apical vaginal pro- 
lapse. 

We have retrospectively analyzed the intraoperative 
and early postoperative complication rates for these 
patients by reviewing patients' files. According to 
the local practice, follow-up visits at 1 and 3 months 
were done for the patients. This data was extracted 
and analyzed as well. 

At the start of the study, a phone interview was con- 
ducted in order to evaluate the patients self-percep- 
tion. All patients who considered themselves symp- 
tomatic were invited for thorough office check-up 
that included vaginal exam, urofiowmetry and post- 
void residual measurement followed by cystoscopy 
when appropriate. 

The analysis was done using Statistica 6.0 software. 
The baseline characteristics are presented using ab- 
solute and relative ratio with either means or stan- 
dard deviations (SD). Comparisons of patient pro- 
portions were presented as odds ratio (OR) with 95% 
confidence intervals (CIs). P values <0.05 were con- 
sidered statistically significant for all comparisons. 

RESULTS 

In total, 677 cases using mesh devices were analyzed 
from a period between 2006 to 2010. Overall, 303 pa- 



tients have had anterior repair, 51 posterior repair, 
232 vaginal vault repair and 91 patients had com- 
bined anterior and posterior surgery. Only 86.5% 
(586/677) were available for phone interview, others 
were lost for follow-up due mainly to failure to con- 
tact the patients. 

During comparative data analysis all patients were 
divided into two groups. Group 1 included 525 women 
without complications after mesh surgery with mean 
age of 60 (±12.7) years. Group 2 included 22.5% of 
patients (152/677) who have had any kind of compli- 
cations, including intra-operative and mesh-related 
injuries. These complications are comprehensively 
presented in Table 1. 

Intraoperative and early postoperative complica- 
tions were registered in 88 patients (12.9%). 

Bleeding 

The most common injuries were related to bleed- 
ing and were limited to pelvic/perineal hematomas 
and severe intraoperative blood loss (more than 500 
cc). Fifteen women (2.2%) had blood loss over 500 
ml, although three of these women were associated 
with vaginal hysterectomies. Three women had se- 
rious vascular injuries: inferior gluteal vessels, ob- 
turator vessels, paraurethral venous plexus. In all 
these cases, blood transfusion was done due to the 
massive blood loss. Main symptoms of vaginal, ret- 
ropubic or perineal hematomas in the postoperative 
period were fever, significant decrease in the level 



Table 1. Complications of POP repair witii mesh prosthesis 



Complications 


% (N) 22.5% (152) 


Intraoperative and early postoperative 


Vaginal/pelvic hematomas 


5.5% (37) 


Perineal iiematomas 


2.5% (17) 


Bleeding more tiian 500 cc 


2.2% (15) 


Bladder injuries 


1.6% (11) 


Rectal damage 


0.7% (5) 


Uretiiral traumas 


0.3% (2) 


Ureteral trauma 


0.15% (1) 


Mesii related 


Mesh erosions 


4.8% (32) 


Pain and dyspareunia 


2.4% (16) 


Mesh shrinkage 


1% (7) 


Pelvic abscess 


0.6% (4) 


Symptomatic vaginal synechiae 


0.3% (2) 


Protrusion into the bladder 


0.15% (1) 


Fistulas with mesh 


0.3% (2) 
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of hemoglobin, buttock pain and urinary retention 
due to compression of bladder neck. Moreover, ten 
major vaginal hematomas (>500 ml) led to urinary 
retention or transformed into an abscess. Several of 
them required a transcutaneous drainage. Subder- 
mal, perineal and buttock hematomas were solved 
without any additional interventional therapy. 

Urinary tract injuries 

The second most common type of complication was 
urinary tract damage. Bladder, urethral and even 
ureteral injuries occurred during dissection of the 
tissues, insertion of trocars of anterior mesh device, 
and fixation of the mesh to the bladder neck. All but 
two cases of urinary tract injuries were intraopera- 
tively found on cystoscopy at the time of surgery. In 
one of the overlooked cases it led to stone formation 
after protrusion of the mesh into the bladder. An- 
other undetected bladder injury was confirmed on 
the y*** day after surgery when continuing hematu- 
ria increased. Cystoscopic view confirmed bladder 
damage with mesh. Undetected bladder injury led to 
stone formation and later transformed to protrusion 
of the tape into the bladder in one case. That patient 
required laparotomy and removal of the mesh with 
resection of the bladder wall. 

Ureteral trauma 

A single case of ureteral injury happened to a 70- 
year-old woman with stage III cystocele who under- 
went anterior transvaginal mesh implantation of a 



four-armed anterior implant. It was inserted using 
four trocars passed through the obturator foramina. 
At the second day post-surgery, the patient noted 
moderate edema and pain in her right hip. Her tem- 
perature was 37.2°C, and the blood tests revealed 
normal white and red blood cell counts. A contrast 
CT scan showed urinary leakage on the right side 
(Figure 1) extending to the interfascial space of the 
right hip. A retroperitoneal approach revealed com- 
plete injury of the right ureter at the level of the 
right posterior arm of the mesh. Ureteroneocystos- 
tomy was performed. 

Rectal injuries 

Five cases of rectal injuries occurred during the ini- 
tial dissection of the rectum from the posterior vagi- 
nal wall due to presence of extensive scar tissue and 
therefore they were not related to mesh insertion. In 
three cases the injury was repaired before insertion 
of the mesh with no further postoperative compli- 
cations. In all cases the mesh was not inserted and 
traditional posterior colporrhaphy was done. None of 
the cases required colostomy. 

Mesh-related complications 

Mesh-related complications were registered in 64 
cases (9.4%) and they included vaginal adhesions in 2 
(0.3%) women, vaginal extrusions in 32 (4.8%), blad- 
der erosion in 1 (0.2%), urethro-vaginal fistula in 2 
(0.3%), mesh-shrinkage in 7 (1%), buttock and peri- 
neal pain in 16 (2.2%), mesh-infection in 4 (0.6%). 




Figure 1. CT scan showing urinary leal<age on the right side (A). Urine leal<age extending to the interfascial space of the right 
hip (Bj. 
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Mesh extrusions 

Extrusions are the most common mesh-related 
complications. All vaginal mucosa erosions with 
protrusion of the mesh were detected on vaginal ex- 
amination between 2 and 24 weeks after surgery. 
All women with mesh extrusions had symptoms of 
offensive vaginal discharge and dyspareunia. In 20 
(12%) women with vaginal protrusion of the mesh, 
concomitant vaginal hysterectomy was undertaken. 
The rate of mesh protrusion among those without 
hysterectomy was 2.4%. 

In general, some vaginal extrusions were less than 
0.5 cm in size (18 cases) and were managed conser- 
vatively with local estrogens, afterwards they all 
required partial excision of exposed mesh. Three 
women had persistent mesh extrusions requiring 
secondary mesh excision. 

Infections/Necrotizing fasciitis 

Two women had large mesh extrusions with signs 
of local infections and buttock phlegmonal abscess 
following anterior and posterior mesh implantation. 
Patients were treated by total surgical removal of 
the mesh, under general anesthesia. 
Moreover, we have registered a case of necrotizing 
fasciitis in a patient with stage III POP. She had a 
history of intrauterine device (lUD) inserted 30 years 
ago. Uterine ultrasound proved the presence of lUD 
and showed no hyperplasia of the endometria. The 
patient opted for vaginal hysterectomy and prolapse 
repair with mesh kit (Prolift Anterior, Gynecare). 
Morphological examination proved the presence of 
lUD and found an endometrial cancer (TINOMO). At 
day 6 after the surgery, the patient developed swell- 



ing and redness on the thighs, severe pain, high fe- 
ver, hypotension and other signs of systemic toxicity. 
Physical exam showed pigmentation in medial parts 
of both thighs with crepitation. Necrotizing fasciitis 
of both thighs was diagnosed. The patient was emer- 
gently taken to the surgical theater for fasciotomy 
and debridement. Non-clostridial Streptococci were 
identified from the wound. After the surgery, the 
patient was treated in an intensive care unit for 18 
days and afterwards she died due to intoxication and 
fatal coagulopathy [12] . 

Mesh shrinloge 

Shrinkage of synthetic mesh after implantation is 
one of the most serious complications. It was regis- 
tered in 5 cases in our study and was characterized 
by severe vaginal pain, dyspareunia, vaginal short- 
ening, urethral obstruction, and prolapse recurrence. 
Surgical intervention is often required to alleviate 
symptoms. It involves mobilization of the mesh, di- 
viding of the fixation arms, and excision of contract- 
ed mesh. The surgical intervention is potentially as- 
sociated with an increased risk of visceral injury and 
hemorrhage. Tissues are often firmly adhered to the 
mesh and surgical planes are often unknown. The 
goal of surgical management is to relieve the tension 
by dividing the central graft from the arms and ex- 
cising all areas of contracted mesh. 

Risl< factors for complications 

Statistical analysis of the data revealed several risk 
factors associated with intraoperative, early post- 
operative and mesh related complications. The pa- 
tients younger than 55 years have 3.3 times more 



Table 2. Risk factors and complications following vaginal nnesh surgery 







Operative complications 


Mesh- 


-related compiications 


Risk Factors 


OR 


95%CI 


OR 


95%CI 


Age <55 years 


3.32 


2.2-05* 


8.2 


2.5—14.9*** 


BMI >35 


1.2 


0.8-1.7** 


0.3 


0.2-1.8** 


Endocrine diseases 


0.6 


0.5-1.2** 


1.2 


0.5-2.4** 


Genitourinary disease 


0.7 


0.5-1** 


1.3 


0.7-2.4** 


POPQii St. 


2 


0.9-4.5** 


4 


1.7-8.9* 


POPQiVst. 


2 


1—4** 


3 


1.5-6* 


Total operating time >120 
min 


10 


5.4-18.2*** 


6 


1.2-10.9*** 


Vaginal hysterectomy 


2.8 


1.7-4.6* 


2.4 


1.3-4.4* 


Postoperative hematomas 






2.5 


1.4-5.1* 



*statisticaliy significant; **statisticaily non-significant; ***statisticaliy non-significant because of iarge variance of Ci 
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chance to develop perioperative complications. The 
risk for mesh related complications is even higher 
and amounted to 8.2, but this finding was compro- 
mised by a wide confidence interval that had made it 
statistically non-significant. 

Concomitant vaginal hysterectomy 2.8 times in- 
creases the risk of surgical complications and 2.4 
times for mesh-related ones. Development of postop- 
erative hematomas increases the risk of mesh-relat- 
ed complications by 2.5 times. According to our data, 
patients with less prominent prolapse (<III POP-Q) 
repaired by mesh have had 4 times more risk for 
mesh related problems. Other factors such as BMI, 
high stage prolapse and others listed in Table 2 do 
not influence the risk of complications. 

DISCUSSION 

Modern surgical techniques for the management of 
pelvic organ prolapse are presumed to be a mini- 
mally invasive with almost no complications. At the 
same time, it should be emphasized that the implan- 
tation of surgical mesh is permanent, that some com- 
plications associated with the implanted mesh may 
require additional surgery, and that even surgery 
may not correct the complication. 
Small vessel injuries during extensive dissection, 
especially of paravesical and pararectal spaces were 
hardly avoidable. The blind insertion of the trocars 
into the obturator foramen, ischiorectal fossa, ileo- 
coccygeus muscle and the sacrospinous ligament 
exposes the patient to the potential injury to the 
rectum, bladder, inferior gluteal vessels, pudendal 
nerve and vessels, and the sciatic nerve. That is why 
the absolute safety of transobturator access raises a 
lot of doubts. Anatomical landmarks are essential in 
pelvic organ prolapse repair. During hands-on train- 
ing for mesh surgeries, it is necessary to pay special 
attention to safety landmarks and anatomical topog- 
raphy. The ureters are always in close proximity to 
the cervix, and ureteral injury should be considered 
as a potential risk in patients with extensive pro- 
lapse. 

Despite the risk of mesh extrusion, which is a spe- 
cific complication of using any graft, synthetic ma- 
terials are preferred over autologous graft materi- 
als because synthetic graft materials are durable, 
largely available and relatively inexpensive [13]. 
Synthetic graft materials also reduce the risk of 
morbidity and operative time as fascia is not har- 
vested. Mesh exposure can be caused by the use of 
any type of synthetic graft material. It is not pos- 
sible to identify the precise rate of mesh exposure 
due to a lack of long-term follow-up; however, the 
overall rate based on short-term follow-up has 



been reported to be 0.8-16% [14, 15]. Polypropyl- 
ene mesh is the preferred synthetic graft material 
because of the lower mesh exposure rate [15]. In 
addition to mesh type, other factors, such as surgi- 
cal technique, concomitant hysterectomy, cigarette 
smoking, hormonal status and a history of medical 
diseases, may be related to mesh exposure. Accord- 
ing to the present data there are differences in the 
rates of mesh extrusions with different materials: 
7.5% for braided polyester, 5.1% for polypropylene, 
9.1% for porcine dermis, 0% for expanded polytet- 
rafluoroethylene (ePTFE), 25% for ePTFE plus syn- 
thetic graft and 19% for any ePTFE [15]. 
Concomitant hysterectomy has been evaluated in 
a number of mesh exposure related studies and 
inconsistent findings have been obtained. Another 
study in which laparoscopic ASC was performed 
showed that previous or concurrent hysterecto- 
my did not affect mesh exposure [16]. Densinger 
[17] compared total abdominal and supracervical 
hysterectomy groups in patients undergoing ASC 
and determined that mesh exposure was increased 
sevenfold (95% CI, 2.3-19.6%) in the group in 
which total abdominal hysterectomies were per- 
formed. In our study, a 2.8-fold increase in mesh 
exposure was observed in the concurrent hysterec- 
tomy group compared to the previous hysterectomy 
group. In our opinion, there is more than one factor 
involved in mesh exposure. 

This large retrospective cohort study included 677 
patients suffering with pelvic organ prolapse and op- 
erated with trocar guided mesh kits. We have found 
that 22.5% of patients presented with any type of 
complication, either perioperative or mesh related. 
The retrospective design was the main limitation of 
the study, besides the fact that mesh related compli- 
cations were investigated only in those cases when 
the patients were symptomatic. Some patients were 
lost for follow-up (23.5%). With a cross sectional 
evaluation of the patients, the rate of asymptomat- 
ic complications, such as mesh extrusions or mesh 
shrinkage might become more prominent. 
Nevertheless, trocar guided mesh repair of the POP 
might be a cause of serious complications, that may 
become even life threatening. Further studies with 
objective evaluation and long term follow-up of the 
patients are urged in the nearest future. 

CONCLUSIONS 

Mesh surgery for pelvic organ prolapse has been 
tremendously reviewed during the last years. Tak- 
ing this into consideration, a thorough evaluation 
of mesh related complications is very important for 
proper planning of surgery and developing informed 
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consent. According to our study we have found that risk of peri-operative and mesh-related complica- 
younger age, less prominent prolapse and concomi- tions. The development of postoperative hematomas 
tant hysterectomies are associated with a higher increases the risk of mesh-related complications. 
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